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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT AEPORT 48

Compilete this report at the tims of the regular monthly preventive maintenance check {not to exceed 35 days).
Compiete this report whenever the instrument is serviced or repaired and whenever il is placed Into service,
Fetain the originat and send a copy within 15 days 1o the Breath Alcohol Program, DHSS,

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION

204141 MISSOURI STATE HIGHWAY PATROL - O3-02~13
LOCATION OF INSTRUMENT (STREET AND GiTY) TIME OF INSPECTION i

104 W. MAIN, WARRENTON, MO 63383 0¥ 24

CHECKLIST: Place a rark In the box by each item if found to be satistactory or if operating within established limits. (Write th observed values
where determined.) Unmarked items must be ¢orrected before using Instrument.

E}/DIAGNOS'r]c CHECK (PRINTOUT ATTACHED) DATE AND TIME (trom printout) _0243-13 KR
[YCoMPUTER E{ETECTOH
[YeroarAM FfiTeRs

[fieateERs sampLe cHaveer WY °C B{)UARTZ STANDARD

[FFLow DETECTOR Y CALIBRATION
MMP HIGH SPEED MRIN‘I‘ER

[ INDICATOR LIGHTS
[ SIMULATOR SOLUTION SUPPLIER GuTH LAkarsaiec [NC  LoTé_ 1220 Exp. DATE __ /02415
Y SMULATOR TEMP (34°C +0.2°C) 34 °C SIMULATOR SN 66825 EXP. DATE 01/14/2014

E/CALIBRATlC)N CHECK — (ONLY ONE STANDARD (8 TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within £5% of the standard vaiue and must have a spread of .00S or
{ess. Mark the box commesponding to the standard sclution heing used, (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 W '0(;” TEST 2 & Uotsy TEST 3 w ,Cﬁ'ﬁ

EE/PEHFOHM R.EL. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

OVER .19 =

©-04) & (0508 H (to-34 U l(.15-.19) o

REFUSALS -

LIST AKY HEW PARTS ARD DESCRIBE ANY ALTERATION OR MODIACATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AHD WITHIN ESTABLISHED LIMITS
{USE OTHER BID¥ IF NECEGSARY).

CPL. JEFFREY SCOTT GRAUE

Al NONBE RN : TELEFHONE NUMBER
220149 06/26/2014 (838) 300-2800
RETURN COMPLETED AEPORT TO THE: Breath Alcohol Program, MO Department of Health and Senlar Services, Southeast Diatrict Office

2875 Jamesg Bivd.
Poplar Bluff, MO 63801

O 580-1488 (2-08) AN EOUAL orpomumrzu\mwrws ACTION EMPLO(ER
£avicme providdd OR 9 nandscitmatony be s

LAH-116
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®

GUTH LABORATORIES, INC.

500 NORYH €7th STREEY © HARRIBBURG, PA 17411. 4511 © TELEPHONE: 7478245470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 11220 of
Alcohol Reference Solution for Simulator werc analyzed by
gas  chromatography on October 27, 2011, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1205% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 24,2013 ar 11:59 PM.

When used in a calibrated Simuolator, operating at
34°C +4/- .2°C, this solution wiil give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

=7 5 et D ﬁ? :
Ted L. Pauley, President

GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Reference Standard lo1 number FNI102408-02 whose

values are traceable (o NIST,
Ali balances are caifbrated annually by an oulside agency using NIST traceable weights.

Calibration verification is done prior 10 cach use wtitizing NIST traceahle weights.
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Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

MISZOURI STATE HISKWAY FATROL

BAC DATAMASTER SERIAL MNUMERR &941d1

C’E',.':’- 11:‘

ARREZT TIME: &7 Ak
SMEJECT MRME:

o
DOt B1GL g6 SEX! M
STATE-T.L.$ PO-123455
HRRESTIME CFFTCER:

5

OFFICER I Tl.: ¥
TESTIMNG OFFICER:
GRFH..: ol -.'f.:_.:
OFFICER I.L.: iS4
FERMIT MUMBER: 270
EAPIRATION LHTE: Gb E <1
PISCELLRMEQLIS DATA:

——— BREATH RHELYEZIZ —-—

ELRNMK TEST .Bes

INTERMAL STANDARD VERIFIED
o ——ERDID INTERFERENCE

——

Operator Signature @g @l"/\ Ig(/

P 5/7
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i Face This Side Down - This Edge In First
BAC DataMaster
Evidence Ticket
!

; HISSOURL STATE HIGHWAY PATROL
-l BAC DATAMASTER SERYAL HUMBER 2@4141
; ‘:‘3 SHA3C13
E TESTING OFF ICER?
E GRIMLIE A J-%
OFFICER I.D.: 154
FERMIT MUMBER: 220149
EAﬁiPHTznw DRTE: G6-26-14
WMISCELLAMEOUS DATHS
coe— SUPERVIINR MODE ———
i BLANK TEST . OBG I TRE
! INTERMEL STAMDRRD VERIFIEY &I
- EXTERMAL STAHDRRD L9 G213
BLAMHK TEST G555 B2
EXTERMAL STRAMDART .o o5t 41
BLAMK TEST . 960 @St et
ExTERNAL STHNDARD L G BEe 42
BLANK TEST . 830 o 4T
H =3
3 = L
fis. = L0976

Operator Signature

P 6/7
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Face THis Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

HIZZOURT ETATE HIGHWAY PRTROL
BAC DATAMASTER SERIAL NUMBER 294141

B 33713
ac:

m o,

P
[

f"C|

&

: o BIRENOSTIG CHECK —--
é SOMPLITER 8 QKA
FRAGRAM (R-@7-ZBETa:  OKAY
HERTERS .
SRMPLE CHAMEER: G
FLOW DETECTIRS CIRFY
ST
HIisH SPEER: QrERY
DETECTORS QERY
FILTER=: OKRY
T WNRTZ STRHDARD: DKAY
' DAL LERAT O e

PRINTER TEST
PURERE Sy -, SRR SETOR { (= 2P@ABCDEFG
HIMLAMQPERITURMEYZL 1™ " abhede fohi jk Lmno
pors ozl 7

| s
Operator Signature__i, j A \/gk,/

P 7/7
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atate of Missouri

' DEPARTMENT OF HEALTH

PERMIT
' TYPE II

'JS GRAUE

is hereby authorized to Instruct and supervise operators, train instructors, Inspect,
calibrate, perform field repalrs, and operate the following breath analyzer(s):

DATAMASTER

fqr the datermination of the alcoholic content of biood from a sample of expired (alveoiar)
air. Issued under the provislons of sectlons 577.020 through 577,041, RSMo 19886.

s

>
06/26/2012 Lass uﬁd.k

Plrastor of Stale Public Health Laborstary

220149
Numbar e
oo 06/2 %ﬁﬂaﬁ’( e ﬁ—%

Director, Depaniment of Healtn

MO 580-0771 (T-88; Lab, 4 (A7-83)



